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An in vivo comparison of bacterial micro leakage in two dental implant systems: 
identification of a pathogenic reservoir in dental implants 

 

Abstract 

Objectives. The aim of this study was to compare bacterial leakage in two implant systems, 
one screw root form (SRF) with an external hexagon connection and one plateau root form 
(PRF) with a Morse taper internal connection. Materials and methods. Thirty two implants; 
12 SRF and 20 PRF were sampled in fifteen patients. All implants had been in function for at 
least six months prior to sampling. The implant restoration was removed and 10µl of sterile 
saline was introduced into the implant well via a sterile glass syringe. The saline was drawn 
back up and transferred to the laboratory for microbiological analysis. The number of aerobic 
and anaerobic colony forming units per ml was determined and the dominant microorganism 
in each sample was identified by 16s rRNA gene amplicon sequencing. Results. There was a 
significant difference between bleeding on probing around the SRF implants (3%) and the 
PRF implants (28%)  (p=0.0496).  Bacterial microleakage was identified at 11 SRF and 19 
PRF implants. The numbers of anaerobic bacteria recovered from PRF implants was 
significantly higher than that from SRF implants (p=0.0002). Streptococcus species and 
Enterococcus faecalis were found to dominate. Conclusions. This in vivo study demonstrated 
bacterial leakage in both types of implant systems, irrespective of the type of connection. 
Significantly greater anaerobic counts were found in the Morse taper internal connection 
implants. 

 

 

 

 

 

 

 

 

 

 

 



Introduction 

Dental implant success rates exceed 95%. Failures are attributed to mechanical or biological 

complications and are classified as early or late. One of the most common complications is 

peri-implantitis which is bacterial induced peri-implant bone destruction. Peri-implant 

mucositis presents as inflammation, with erythema, swelling and bleeding on probing around 

a fixture [1]. Prevalence of peri-implant mucositis has been reported in 80% of subjects and 

50% of implants [2, 3]. Untreated peri-implant mucositis can progress to peri-implantitis and 

lead to failure of a dental implant. Peri-implantitis has been reported in 16-47% of subjects 

and 6-36% of implants, depending on the diagnostic criteria used [2, 4]. For accurate 

diagnosis, bleeding on probing, suppuration and increased probing depths are seen in 

conjunction with radiographic bone loss [1]. 

Bacteria have been identified on implant surfaces immediately following surgery [5]. Similar 

bacteria composition is found at healthy implants and adjacent natural teeth [6]. Analysis of 

bacteria at failing implants has found similar bacterial species to those identified at healthy 

sites, but with greater quantities of Gram negative anaerobic bacteria [7, 8]. 

The type of connection between an implant and an abutment can play an important role to the 

amount of bacterial leakage and the subsequent peri-implant inflammation and this has been 

demonstrated in vitro [9].  Histomorphometric analysis of biopsies of the tissues adjacent to 

the interface between the implant and abutment has revealed a marked inflammatory infiltrate 

and this was observed regardless of the degree of plaque accumulation [10]. Furthermore, a 

comparison of one piece and two piece implants revealed inflammation coronal to the 

interface in two piece implants that was not seen for one piece implants [11]. 

The microgap between the implant and abutment connection varies between implant systems 

and has been reported to be 20-50µm [12] although a subsequent study found the microgap to 

be in the region of 5µm [13]. Recently, a study reported an average gap distance of 1.7µm for 

a certain type of implant abutment connection. In this study though, the analysis was 

restricted only to the circumferential portion of the abutment-implant interface [14].  

Most of the early implant designs featured an external hexagon connection which has been 

associated with peri-implant bone loss [15]. Bacteria have been identified on the apical aspect 

of abutment screws and internal surface of external connection Brånemark fixtures in vivo 

[16]. When Brånemark assemblies were immersed in broth containing bacteria, bacteria 



microleakage was also observed in vitro [17]. In another study, a Morse taper internal 

connection implant was found to prevent bacterial microleakage in vitro for up to 72 hours 

[18]. Further in vitro studies have compared Morse taper implants to others with internal or 

external connections. A greater number of tri-channel internal connection implants were 

penetrated by bacteria [19] whilst no significant difference was found between Morse taper 

and an internal hexagon connection [20]. Morse taper connection implants showed 

significantly lower levels of microleakage than external connection implants in a study by 

Verdugo et al. (2013). Overall, most of the studies suggested that the amount of micro-

leakage depends on the quality of the fit between the components, torque, and the forces 

applied during function [21, 22]  

 

The purpose of this in vivo study was to compare bacterial microleakage in two implant 

systems that have been in function for at least six months. The aim was to assess if there was 

any difference in bacterial microleakage when comparing an implant system with an external 

hexagon connection (with the crown seated and the square Gold-Tite® torqued to 35 Ncm) to 

one with a Morse taper internal connection (integrated abutment crowns tapped into the 

implant). 

 

Materials and methods 

Ethical approval for the investigation was obtained from Trinity College Faculties of Health 

Science Ethics Committee in September 2010. Participants were recruited from the Dublin 

Dental School and Hospital. They had previously received one or more dental implants, each 

restored with a single crown, at least six months prior to the date of microbiological 

sampling. Participants with Plateau Root Form implants (Bicon® Boston, MA, USA) had 

been included in previous studies assessing patient satisfaction at the same institution (Figure 

1). The Bicon® implant system uses a purely Morse tapered 1.5o implant abutment 

connection which relies on friction for retention. From the Participant with Screw Root Form 

(SRF) implants only implants with a screw retained restoration were included (Figure 2). All 

SRF implants had an external hexagonal connection (Biomet 3i™, Palm beach Gardens, FL, 

USA).   The following participant exclusion criteria were applied; clinical evidence of current 

periodontitis or peri-implantitis [23], participant unable to attend for microbiological 



sampling or unable to provide written consent and allergy to chlorhexidine. Patients were 

invited to attend an initial review appointment. Clinical examination was completed for all 

patients by a single operator (JM). Periodontal examination was carried out using a manual 

periodontal probe. Full mouth plaque scores (O’Leary) and presence/absence of bleeding on 

probing at all teeth and implants were recorded. Appropriate radiographs were taken if none 

had been taken within the previous twelve months.  

Microbiological sampling: The implant to be assessed was isolated with sterile cotton wool 

rolls and suction. The restoration was removed according to implant brand. The Bicon® 

integrated abutment-crown was removed with forceps. The Biomet 3i™ crown was removed 

following removal of the restoration in the access cavity and unscrewing of the gold screw. 

All samples were taken immediately following removal of the abutment/crown. A 25µl sterile 

glass syringe (Hamilton Gastight syringe) was used to introduce 10µl of sterile saline into the 

well of the implant (as determined prior to the commencement of the study, the internal 

volume of the implants was able to accommodate saline volume in excess of 10µl). A sterile 

22 gauge removable needle (51mm length) was used and discarded after each sample (Figure 

3). The saline was immediately drawn back up and transferred into a sterile Eppendorf tube 

containing 250µl of sterile Brain Heart Infusion Broth (BHI). The implant was irrigated with 

copious chlorhexidine solution and dried. Any calculus present on the implant neck or 

restoration was removed. The abutment/crown was replaced according to manufacturers’ 

instructions. The Bicon® integrated abutment crowns were tapped back into place and the 

occlusion was checked. The Biomet 3i™ crown was re-seated, the square gold screw (Gold-

Tite®) replaced and manually torqued to 35 Ncm. The access hole was sealed with 

polytetrafluoroethylene tape and composite resin and the occlusion was checked. 

 

Microbiological analysis: Samples were cultured on blood agar (BA) which consisted of 

Tryptic Soy Agar supplemented with 5 g/l yeast extract, 0.50 g/l L-cysteine hydrochloride, 

5.0 µg/ml hemin and 1.0 µg/ml menadione and 5% horse blood (Oxoid). A 50 µl volume of 

neat sample and a 50 µl volume of sample diluted 1:10 in sterile BHI was plated in duplicate 

and incubated at 37˚C under aerobic conditions or at 37˚C in BBL gas jars under anaerobic 

conditions generated by AnaeroGen gas packs (Oxoid Limited, Wade Road, Basingstoke, 

Hampshire, England) for up to 5 days. Following the incubation period, the plates were 

removed and assessed for growth of bacterial colonies. A photographic record was made of 



each plate using the colour camera on a colony counter (Flash&Go™) and the images were 

stored electronically for a manual count of colonies. (Figure 4). Bacterial densities were 

calculated and expressed as colony forming units per 10 µl sample (CFUs). The dominant 

colony type from each sample (i.e. that representing at least 60% of the colony morphologies 

present) was purified by subculture on BA until pure cultures were obtained.  In order to 

identify the dominant colony type to the species level, we utilised to most accurate method 

currently available for this purpose; i.e. DNA sequence analysis of the 16s rRNA gene. 

Genomic DNA was prepared by transferring a single colony of each isolate to 2 ml Tryptic 

Soy Broth and incubation at 37°C to yield a saturated culture. A 1 ml aliquot was pelleted by 

centrifugation at 10,000 x g and DNA was prepared. The concentration of DNA was 

determined via Nanodrop software. 

 

Amplification of the 16s rRNA gene was performed with the primers 27F (5’-

AGAGTTTGATCC TGGCTGAG-3’) and 1492R (5’-GGTTACCTTGTTACGACTT-3’) 

(Weisburg et al.) Amplification was carried out with Go Taq polymerase (Promega Corp.) 

using standard cycling conditions and 10 ng of template DNA using a G-Storm™ thermal 

cycler. The presence of a single amplimer was confirmed by by electrophoresis in a 1% 

agarose gel and PCR samples were subsequently processed with the GeneElute PCR clean up 

kit (Sigma). DNA sequence analysis was carried out by Source BioScience using the same 

primer pair used for amplification.  Presumptive identification of the bacteria was carried out 

by BLASTn search of the bacterial 16s rRNA data base at Human Oral Microbiome Database 

(HOMD, www.homd.org). Organisms were identified to the species level were a sequence 

match ≥98% could be identified in the database. 

  

Statistical analysis: Fishers Exact test was used to compare the presence/absence of bleeding 

on probing at Biomet 3i™ and Bicon® implants. The aerobic/anaerobic counts were log 

transformed and a truncated regression model was used. 

 

Results 



Fifteen patients with a total of 32 implants consented for microbiological samples. The 

participants ranged in age from 22 to 82 years, reflecting the diversity of patients receiving 

dental implants in the institution (Table 1).  

In total, 12 SRF and 20 PRF implants were sampled. A single patient (P8) had one implant of 

each type. All PRF implants were located in the premolar or first/second molar regions in 

accordance with a previous study protocol. All implants had been in function for at least six 

months prior to sampling (range 7-56months). Plaque scores, bleeding scores and  full mouth 

mean probing depths were recorded for each patient and were no significant differences. 

During the study, it was observed that plaque and calculus were commonly found on the 

composite surface of the Bicon® integrated abutment-crowns and this might explain why 

there was more bleeding on probing around PRF than SRF implants (Table 2,3). 

Bacterial microleakage, indicated by the recovery of bacteria from within the implant 

chamber following aerobic or anaerobic culture, was detected in 11 of 12 SRF implants 

sampled and 19 of 20 PRF implants sampled. The total number of CFUs recovered from each 

sample was calculated and the levels of bacterial contamination compared (Table 4). Only 2 

of the 11 SRF (Biomet 3i™) implants sampled exhibited CFU counts greater than 250 

whereas 17 of the 20 PRF (Bicon®) implants exhibited counts >250 CFU. Significantly 

higher counts of bacteria could be detected in the anaerobically incubated samples from PRF 

(Bicon®) implants compared to SRF (Biomet 3i™) implants (p=0.0002). 

The dominant organism(s) from each sample was subcultured for identification by sequence 

analysis of the 16s rRNA gene. In total, the identities of 14 colonies from SRF and 20 

colonies from PRF implants were determined. Enterococcus faecalis was the most frequently 

characterised microorganism in SRF (5 samples) and PRF (9 samples) type implants.  The 

second most dominant organisms were Streptococcus milleri group (SMG) organisms, a 

species complex that includes S. intermedius, S. sanguinus and S. constellatus (Figure 5).  

Discussion 

This investigation demonstrated that regardless of the type of implant-abutment connection, 

bacterial micro leakage is a significant problem in dental implants. When bacterial plate 

counts recovered from SRF and PRF implants were compared, significantly greater counts 

were found in PRF implants. We utilised 16s rDNA sequencing to obtain an accurate 

identification of the dominant bacterial species recovered from each sample and found that 



Streptococcus milleri group (SMG) organisms and Enterococcus faecalis were the dominant 

species present regardless of implant type. The dominance of these organisms in our cultures 

was unexpected as these species a have a relatively low abundance in the normal oral and 

subgingival microbiotas. This finding gives us confidence that our samples were not 

contaminated with saliva or GCF during sampling, as to have done so would have introduced 

large numbers of more common streptococci (S. oralis, S. salivarius) or common subgingival 

colonisers (e.g. fusobacteria, Prevotella spp.). It also suggests that the internal environment 

of the implant is highly selective for growth of a very specific microflora. The abundance of 

E. faecalis is perhaps not surprising due to the association of this species with endodontic 

infections. The anaerobic, nutrient poor environment of the pulp chamber following 

endodontic treatment may represent a similar environment to that found within the dental 

implant and this may be an environment where E. faecalis has the ability to thrive relative to 

other oral microorganisms. The samples were incubated aerobically and anaerobically using 

the AnaeroGen system. In general, the anaerobic incubations yielded higher numbers of 

CFUs relative to the aerobic cultures. This was an unusual finding given that the dominant 

organisms on the anerobic culture plates were in fact facultative organisms that should, in 

theory, grow well in aerobic culture. However, it must be noted that these organisms had 

been growing for many generations in the the anaerobic site of the implant chamber and it is 

likely that these organisms had adapted their metabolism for anaerobic growth. It is likely 

that the rapid switch to an aerobic envoroment, which would require induction of responses 

to toxic oxygen species such as superoxide dismutase, was a stressful event which may have 

lead to poor growth and lower recovery of CFUs relative to the anaerobic culture plates. 

Interestingly, we did not recover any true anaerobes in these samples. This is likely due to the 

restrictive nutrient environment of the implant chamber which would not support the growth 

of fastidious anaerobes such as Porphyromonas spp. and Tannerella spp.  The culture system 

we use is routinely used for culture of species such as P. gingivalis so it is unlikely that out 

culture method prevented recovery of these species.  

The results of the present study indicated that dental implants currently in use are a reservoir 

of pathogenic microorganisms with the potential to infect the implant sulcus or initiate other 

infections elsewhere. A variety of streptococcal species were detected in both implant 

systems. One third of Biomet 3i™ implants and 40% of Bicon® implants yielded 

streptococci as the most dominant bacteria. In the current study, the majority of streptococci 

identified were Streptococcus milleri group (S. intermedius, S. sanguinus, S. constellatus) or 



S. mitis. The MGS can be aggressive pathogens in the head and neck region and a frequent 

cause of abscess [24]. Recent  studies of the microbial communities associated with peri-

implant disease have identified increased levels of non-mutans streptococci compared to 

healthy sites [25]. Our findings suggest that the implant chamber may act as a potential 

reservoir of non-mutans streptococci which may infect the implant sulcus if not routinely 

decontaminated. Additionally, S. constellatus has been identified at sites which have failed to 

respond to periodontal treatment [26]. Recently, Streptococcus intermedius has been 

associated with acute coronary syndrome [27].  However, the most frequently encountered 

organism in both implant types was E. faecalis, which was present in one third of Biomet 3i 

implants and 45% of Bicon implants. Enterococci are Gram positive facultative organisms 

which have been associated with endodontic lesions, particularly those with recurrent 

infection after treatment. They are capable of surviving in inhospitable environments and can 

utilise a variety of energy sources. Enterococci are normally found at relatively low levels in 

the normal flora of the mouth. Sedgley et al. detected E. faecalis in oral rinses from patients 

undergoing endodontic treatment more frequently than in those with no history of endodontic 

treatment [28]. E. faecalis has been identified in subgingival plaque samples taken from 

patients with chronic periodontitis which has failed to respond to treatment. Rams et al. found 

5% of these patients harboured the bacteria which proved resistant to penicillin G, 

tetracycline, clindamycin and metronidazole [29]. E. faecalis has also been isolated from 

bone collected during bone augmentation and implant therapy [30]. Perhaps the most 

unexpected finding was the recovery of S. pneumonia in conjunction with E. faecalis in a 

PRF implant.  S. pneumonia is a significant agent of respiratory disease and meningitis, and 

highlights the potential risk of serious infection associated with colonisation of the internal 

cavity by pathogenic organisms.  

This study identified bacterial growth in both implant systems and supports the findings of 

Persson et al. who assessed Brånemark implants in 10 partially edentulous patients, in 

function for at least one year. They found that samples from the internal aspect of implants 

yielded substantial bacterial growth (>100CFU/0.1ml) with several species dominating each 

sample, predominately facultative streptococci [16]. Similar findings were reported by Keller 

et al. who detected Gram positive facultative bacteria in samples taken from the peri-implant 

sulci and the internal aspect of the prostheses of ITI implants [31]. Cosyn et al. found 

Fusobacterium, Campylobacter and streptococci colonizing the peri-implant sulcus and intra-

coronal compartment of Brånemark implants which were in function for an average of 9 



years. It was noted that intra-coronal quantities of all bacteria found were lower than the 

bacterial quantities in the sulcus. In addition, similar bacteria species were detected on the 

abutment screw, though again at lower quantities than in other regions [32]. Unlike these 

studies, our current study shows that in vivo, different implant types may harbour different 

levels of contamination. This may be related to the size of the micro-gap at the implant-

abutment interface which not only regulates the transfer of microorganisms between the 

implant chamber and the environment, but also the level of nutrient exchange and the oxygen 

levels within the chamber. Several in vitro studies have attempted to compare bacterial 

microleakage in different dental implants. Duarte et al. compared inward movement of E. 

faecalis in five different implant systems, four of which featured external connections whilst 

the fifth had an internal connection. All five systems displayed bacterial leakage during the 

course of the investigation, regardless of the type of connection [33]. Jansen et al. compared 

outward leakage of Escherichia coli in nine different implant systems which presented with 

thirteen different implant-abutment combinations. All nine implant systems displayed 

bacteria leakage during the two week study period regardless of internal or external 

connection. Scanning electron microscope analysis of the microgap revealed it was less than 

5µm for all systems used [13]. An in vitro comparison between two types of Morse taper 

connection implants by Aloise et al. found there was no difference in bacterial leakage 

between a tapped in connection (Bicon) and a screw connection (Ankylos). The leakage of 

Streptococcus sanguinis from within the implant assemblies was assessed and 20% of 

implants of both types of Morse taper connection displayed bacterial leakage during a 48 

hour period. However, unlike these in vitro studies our in vivo study sugggests that 

connection type influences bacterial microleakage [34]. The study herein assessed implants 

which had been in function in vivo for at least 6 months prior to sampling. This may explain 

why bacterial leakage was observed more frequently than in some in vitro studies, which tend 

to be of short duration and use implant assemblies which are not subjected to loading. As a 

result the findings of in vitro studies may not accurately represent what occurs in functioning 

implants. In an attempt to overcome this limitation, Steinebrunner et al. utilised a chewing 

simulator to assess leakage of Escherichia coli in a variety of implant systems. All systems 

investigated displayed bacterial leakage [35]. 

The participants in this investigation were considered periodontally healthy, with  bleeding 

index 3%, plaque index 29% and full mouth mean probing depth of 2.4mm. However, an 

incidental finding of this investigation was the observation of an inflamed collar of soft tissue 



at Bicon implants, which was not seen at Biomet 3i™ implants. One third of all implants 

sampled had bleeding on probing at one or more sites. When the type of implant was 

considered, less than 10% of SRF implants demonstrated bleeding, compared to nearly 50% 

of PRF implants. This corresponds with the clinical observation of inflamed tissue. Also 

noted clinically was the presence of plaque deposits on the integrated abutment crown of 

Bicon® implants. It has previously been demonstrated that plaque accumulation at implants 

causes visible inflammation which is clinically demonstrated by bleeding on probing [36, 37]. 

One notable difference between the two types of implant systems studied was the material 

used to fabricate the crown. In the case of Bicon® integrated abutment crowns, a composite 

material was used. Biomet 3i™ crowns were composed of porcelain. Additionally the shape 

of the crowns differed, with Bicon® crowns being more bulbous, which may favour plaque 

accumulation in the absence of strict oral hygiene measures. Additionally, the Bicon® 

implants had been in function on average longer than the Biomet 3i™ implants. 

Overall, the data presented here supports the idea that decontamination of the internal 

chamber during routine peri-implantitis treatment should be considered. Several authors have 

assessed the efficacy of chlorhexidine in reducing bacterial levels within the implant [38, 39]. 

Chlorhexidine has been applied as 1% gel to the internal cavity of implants and significantly 

reduced the bacterial load over a six month period [38]. Additional research has demonstrated 

a reduction in bacterial load on titanium discs in vivo when hydrogen peroxide, sodium 

hypochloride, 0.2% chlorhexidine or Listerine was applied [40]. 

Conclusions 

Bacterial leakage was seen in both SRF and PRF implant systems and one could conclude 

that the Morse taper internal connection is incapable of preventing bacterial leakage in vivo. 

Ingress of bacteria was significantly greater in PRF implants. The organisms recovered have 

been associated with peri-implant infection and as discussed, this may have implications 

when providing treatment for peri-implantitis. We conclude that internal cleaning of the 

implant could be recommended as part of routine treatment for peri-implantitis. 

 

 

 



References 

 

1. Lindhe J, Meyle  Peri-implant diseases: Consensus Report of the Sixth European 

Workshop on Periodontology. J Clin Periodontol 2008; 35 (Suppl 8): 282-285. 

 

2. Roos-Jansåker A-M, Lindahl C, Renvert H, Renvert S. Nine to fourteen year follow-up of 

implant treatment. Part I: implant loss and associations to various factors. J of Clin 

Periodontol. 2006a; 33: 283-289. 

 

3. Roos-Jansåker, A-M, Lindahl C, Renvert H, Renvert S. Nine to fourteen year follow-up of 

implant treatment. Part II: presence of peri-implant lesions J of Clin Periodontol 2006b; 33: 

290-295. 

 

4. Koldsland OC, Scheie AA, Aass AM. Prevalence of peri-implantitis related to severity of 

the disease with different degrees of bone loss. J Periodontol.  2010; 81: 231-238. 

 

5. Salvi GE, Fürst MM, Lang NP, Persson GR. One-year bacterial colonization patterns of 

Staphylococcus aureus and other bacteria at implants and adjacent teeth. Clin Oral Impl Res 

2008; 19: 242-248. 

 

6. Quirynen M, Vogels R, Peeters W, van Steenberghe D, Naert I, Haffajee A. Dynamics of 

initial subgingival colonization of pristine peri-implant pockets. Clin Oral Impl Res. 2006; 

17: 25-37. 

 

7. Augthun M, Conrads G. () Microbial findings of deep peri-implant bone defects. Int J of 

Oral Maxill Impl. 1997; 12: 106-112. 



 

8. Salcetti JM, Moriarty JD, Cooper LF, Smith FW, Collins JG, Socransky SS, Offenbacher 

S.  The clinical, microbial and host response characteristics of the failing implant. Int J Oral 

Maxill Impl. 1997;12: 32-42.  

 

9. Gross M, Abramovich I, Weiss EI. Microleakage at the abutment-implant interface of 

osseointegrated implants: a comparative study.  Int  J of Oral Maxill Impl. 1999;14: 94-100.   

 

10. Ericsson I, Persson LG, Berglundh T, Marinello CP, Lindhe J, Klinge B. Different types 

of inflammatory reactions in peri-implant soft tissues. J Clin Periodontol. 1995; 22: 255-261. 

 

15. Albrektsson T, Zarb G, Worthington P, Eriksson AR. The long-term efficacy of currently 

used dental implants: A review and proposed criteria of success. Int J Oral Maxill Impl. 1986; 

1: 11-25.    

   

11. Broggini N, McManus LM, Hermann JS, Medina RU, Oates TW, Schenk RK, Buser D, 

Mellonig JT, Cochran DL. Persistent acute inflammation at the implant-abutment interface. J 

of Dent Res.  2003; 82: 232-237. 

 

12. Binon P, Weir D, Watanabe L, Walker L. Implant component compatibility. In: Laney 

WR, Tolman DE (eds). Tissue Integration in Oral, Orthopaedic and Maxillofacial 

Reconstruction. Chicago: Quintessence; 1993. p. 218-226. 

 

13. Jansen VK,  Conrads G, Richter, E-J. Microbial leakage and marginal fit of the implant-

abutment interface. Int J Oral Maxill Impl. 1997; 12: 527-540. 

 



14. Baldassarri M, Hjerppe J, Romeo D, Fickl S, Thompson VP, Stappert CF. Marginal 

accuracy of three implant ceramic abutment configurations. Int J Oral Maxill Impl.  2012; 27: 

537-543. 

 

15. Albrektsson, T., Zarb, G., Worthington, P., Eriksson, A.R. The long-term efficacy of 

currently used dental implants: A review and proposed criteria of success. () Int J Oral Maxill 

Impl 1986; 1: 11-25.      

 

16. Persson LG, Lekholm U, Leonhardt Å, Dahlén G, Lindhe J. Bacterial colonization on 

internal surfaces of Brånemark system implant components. Clin Oral Impl Res. 1996; 7: 90-

95. 

 

17. Quirynen M., Bollen, C.M., Eyssen, H., van Steenberghe, D. () Microbial penetration 

along implant components of the Brånemark system: an in vitro study. Clin Oral Impl Res 

1994; 5: 239-244. 

 

18. Dibart S, Warbington M, Su MF, Skobe Z. In vitro evaluation of the implant-abutment 

bacterial seal: the locking taper system. Int J Oral Maxill Impl. 2005; 20: 732-737. 

 

19. Tesmer M, Wallet S, Koutouzis T, Lundgren T. Bacterial colonization of the dental 

implant fixture-abutment interface: an in vitro study. J of Periodontol. 2009; 80: 1991-1997. 

 

20. Teixeira W, Ribeiro RF, Sato S,  Pedrazzi V. Microleakage into and from two-stage 

implants: an in vitro comparative study. Int  J  Oral Maxill Impl. 2011; 26: 56-62. 

 



21. da Silva-Neto JP, Nóbilo MA, Penatti MP, Simamoto PC Jr, das Neves FD. Influence of 

methodological aspects on the results of implant abutment interface microleakage tests: A 

critical review of in vitro studies. Int J Oral and Maxill Impl. 2012; 27: 793-800.  

 

22. Larrucea Verdugo,  Jaramillo Núñez, Acevedo Avila, Larrucea San Martín. Microleakage 

of the prosthetic abutment/implant interface with internal and external connection: In vitro 

study. Clin Oral Impl Res. In press.  

 

23. Sanz M, Chapple IL Clinical research on peri-implant diseases: consensus report of 

Working Group 4 of the VIII European Workshop on Periodontology. J Clin Periodontol. 

2012; 39 Suppl 12: 202-6.  

 

24. Han JK,  Kerschner JE. Streptococcus milleri: An Organism for Head and Neck 

Infections and Abscess. Arch of Otolaryngology - Head and Neck Surg. 2001; 127:650-654. 

 

25. Kumar PS, Mason MR, Brooker MR, O’Brien K. Pyrosequencing reveals unique 

microbial signatures associated with healthy and failing dental implants.  J Periodontol. 2012; 

39:425–433. 

 

26. Colombo AP, Haffajee AD, Dewhirst FE, Paster BJ, Smith CM, Cugini MA, Socransky 

SS.  Clinical and microbiological features of refractory periodontitis subjects.  J Clin Perio. 

1998; 25: 169-180.  

 

27. Renvert S, Roos-Jansåker A-M,  Lindahl C, Renvert H, Persson GR. Infection at titanium 

implants with or without a clinical diagnosis of inflammation. Clin Oral Impl Res. 2007; 18: 

509-516.  

 



28. Sedgley CM, Lennan SL, Clewell DB. Prevalence, phenotype and genotype of oral 

enterococci. Oral Micro and Immunol. 2004; 19:95-101. 

 

29. Rams TE, Feik D, Young V, Hammond BF, Slots J. Enterococci in human periodontitis. 

Oral  Microbiology and Immunology. 1992; 7: 249-252. 

 

30. Young MPJ, Korachi M, Carter DH, Worthington H, Drucker DB. Microbial analysis of 

bone collected during implant surgery: a clinical and laboratory study. Clin Oral Impl Res. 

2001; 12: 95-103. 

 

31. Keller W, Brägger U, Mombelli A. Peri-implant microflora of implants with cemented 

and screw retained supra-structures. Clin Oral Impl Res. 1998; 9: 209-217. 

 

32. Cosyn J, van Aelst L, Collaert B, Persson GR, De Bruyn H. The peri-implant sulcus 

compared with internal implant and suprastructure components: a microbiological analysis. 

Clin Impl Dent Rel Res. 2011; 14: 286-295. 

 

33. Duarte ARC, Rossetti PHO, Rosetti LMN, Torres SA, Bonachela WC. In vitro sealing 

ability of two materials at five different implant-abutment surfaces.  J Periodontol. 2006; 77: 

1828-1832. 

 

34. Aloise JP, Curcio R, Laporta MZ, Rossi L, da Silva AMÁ, Rapoport A. Microbial 

leakage through the implant-abutment interface of Morse taper implants in vitro. Clin Oral 

Impl Res. 2010; 21: 328-335. 

 



35. Steinebrunner L, Wolfart S, Bößmann K, Kern M. In vitro evaluation of bacterial leakage 

along the implant-abutment interface of different implant systems. Int J Oral Maxill  Impl. 

2005; 20: 875-881. 

 

36. Pontoriero R, Tonelli MP, Carnevale G, Mombelli A, Nyman SR, Lang NP. 

Experimentally induced peri-implant mucositis. A clinical study in humans. Clin Oral Impl 

Res. 1994; 5: 254-259. 

 

37. Zitzmann NU, Berglundh T, Marinello CP, Lindhe J. Experiemental peri-implant 

mucositis in man. J Clin Periodontol. 2001; 28: 517-523. 

 

38. Groenendijk, E., Dominicus, J.J., Moorer, W.R., Aartman, IH., van Wass, MA. () 

Microbiological and clinical effects of chlorhexidine  enclosed in fixtures of 3I-Titamed 

implants Clin Oral Impl Res 2010; 15:174-179. 

 

39. Paolantonio M, Perinetti G, D'Ercole S, Graziani F, Catamo G, Sammartino G, 

Piccolomini R. Internal decontamination of dental implants: an in vivo randomized 

microbiologic 6-month trial on the effects of a chlorhexidine gel. J Periodontol. 2008; 79: 

1419-25. 

 

40. Gosau, M., Hahnel, S., Schwarz, F., Gerlach, T., Reichert, T.E., Bürgers, R. The effect of 

six different peri-implantitis disinfection methods on in vivo human oral biofilm. Clin Oral 

Impl Res 2010; 21: 866-872. 

 



Table	  1:	  Participant	  characteristics	  
	   Biomet	  3i™	  

N=6	  
Bicon®	  
N=10	  

All	  
N=15	  

Mean	  age	  (years)	  
+	  SD	  

59.0	  (+	  21.1)	   48.9	  (+	  9.2)	   52.4	  (+	  15.5)	  

Gender	   	   	   12F:3M	  

Smoking	  status	  
	  	  	  	  	  	  	  	  	  	  	  	  	  	  	  	  	  	  	  	  	  	  	  Never	  

	  
3	  

	  
6	  

	  
8	  

	  	  	  	  	  	  	  	  	  	  	  	  	  	  	  	  	  	  	  	  Former	   2	   2	   4	  

	  	  	  	  	  	  	  	  	  	  	  	  	  	  	  	  	  	  	  Current	   3	   0	   3	  

	  
	  

Table	  2:	  Clinical	  characteristics	  of	  patients	  	  

	  

	   Biomet	  3i™	  

N=6*	  

Bicon®	  

N=10*	  

All	  

N=15	  

Bleeding	  score	   2.17	  +	  3.49	   3.60	  +	  2.22	   3.13	  +	  2.83	  

Plaque	  score	   26.67	  +	  19.88	   30.00	  +	  9.96	   29.13	  +	  14.33	  

Mean	  probing	  

depth	  

2.15	  +	  0.24	   2.49	  +	  0.34	   2.37	  +	  0.35	  

	  

*=one	  patient	  had	  an	  implant	  of	  each	  type	  

	  

	  

	  

	  

	  

	  



Table	  3:	  Presence/absence	  of	  bleeding	  on	  probing	  at	  implants	  
Bleeding	  on	  probing	   Biomet	  3i™	   Bicon®	   Total	  
+	   1	  (3%)	   9	  (28%)	   10	  (31%)	  
_	   11	  (34%)	   11	  (34%)	   22	  (69%)	  
Total	   12	   20	   32	  
	  

Fisher’s	  Exact	  Test	  =	  0.0496	  
95%	  confidence	  interval	  =	  0.02973	  to	  1.346	  	  

	  
	  

Table	  4:	  Table	  showing	  the	  breakdown	  of	  colony	  forming	  units	  (CFUs)	  in	  samples	  recovered	  from	  

Biomet	  3i™	  and	  Bicon®	  implants.	  	  

	  

	   Implant	  Type	  

	   SRF	  (Biomet	  3i™)	   PRF	  (Bicon)	  

CFUs	   Aerobic	  culture	   Anaerobic	  culture	   Aerobic	  culture	   Anaerobic	  culture	  

No	  Growth	   3	  (25%)	   4	  (33.3%)	   2	  (10%)	   1	  (5%)	  

1	  to	  250	   7	  (58.3%)	   7	  (58.3%)	   12	  (60%)	   3	  (15%)	  

251	  to	  2,000	   0	   0	   0	   8	  (40%)	  

>2,000	   2	  (16.7%)	   1	  (8.4%)	   6	  (30%)	   8	  (40%)	  

	  

	  



Figure	  1.	  Distribution	  of	  dominant	  bacterial	  species	  identified	  by	  16s	  rRNA	  sequencing	  in	  SRF	  (Biomet	  3i™)	  and	  
PRF	  (Bicon®)	  implants.

	  



References 

 

1. Lindhe J, Meyle  Peri-implant diseases: Consensus Report of the Sixth European 

Workshop on Periodontology. J Clin Periodontol 2008; 35 (Suppl 8): 282-285. 

 

2. Roos-Jansåker A-M, Lindahl C, Renvert H, Renvert S. Nine to fourteen year follow-up of 

implant treatment. Part I: implant loss and associations to various factors. J of Clin 

Periodontol. 2006a; 33: 283-289. 

 

3. Roos-Jansåker, A-M, Lindahl C, Renvert H, Renvert S. Nine to fourteen year follow-up of 

implant treatment. Part II: presence of peri-implant lesions J of Clin Periodontol 2006b; 33: 

290-295. 

 

4. Koldsland OC, Scheie AA, Aass AM. Prevalence of peri-implantitis related to severity of 

the disease with different degrees of bone loss. J Periodontol.  2010; 81: 231-238. 

 

5. Salvi GE, Fürst MM, Lang NP, Persson GR. One-year bacterial colonization patterns of 

Staphylococcus aureus and other bacteria at implants and adjacent teeth. Clin Oral Impl Res 

2008; 19: 242-248. 

 

6. Quirynen M, Vogels R, Peeters W, van Steenberghe D, Naert I, Haffajee A. Dynamics of 

initial subgingival colonization of pristine peri-implant pockets. Clin Oral Impl Res. 2006; 

17: 25-37. 

 

7. Augthun M, Conrads G. () Microbial findings of deep peri-implant bone defects. Int J of 

Oral Maxill Impl. 1997; 12: 106-112. 

 

8. Salcetti JM, Moriarty JD, Cooper LF, Smith FW, Collins JG, Socransky SS, Offenbacher 

S.  The clinical, microbial and host response characteristics of the failing implant. Int J Oral 

Maxill Impl. 1997;12: 32-42.  

 

9. Gross M, Abramovich I, Weiss EI. Microleakage at the abutment-implant interface of 

osseointegrated implants: a comparative study.  Int  J of Oral Maxill Impl. 1999;14: 94-100.   

 



10. Ericsson I, Persson LG, Berglundh T, Marinello CP, Lindhe J, Klinge B. Different types 

of inflammatory reactions in peri-implant soft tissues. J Clin Periodontol. 1995; 22: 255-261. 

 

15. Albrektsson T, Zarb G, Worthington P, Eriksson AR. The long-term efficacy of currently 

used dental implants: A review and proposed criteria of success. Int J Oral Maxill Impl. 1986; 

1: 11-25.    

   

11. Broggini N, McManus LM, Hermann JS, Medina RU, Oates TW, Schenk RK, Buser D, 

Mellonig JT, Cochran DL. Persistent acute inflammation at the implant-abutment interface. J 

of Dent Res.  2003; 82: 232-237. 

 

12. Binon P, Weir D, Watanabe L, Walker L. Implant component compatibility. In: Laney 

WR, Tolman DE (eds). Tissue Integration in Oral, Orthopaedic and Maxillofacial 

Reconstruction. Chicago: Quintessence; 1993. p. 218-226. 

 

13. Jansen VK,  Conrads G, Richter, E-J. Microbial leakage and marginal fit of the implant-

abutment interface. Int J Oral Maxill Impl. 1997; 12: 527-540. 

 

14. Baldassarri M, Hjerppe J, Romeo D, Fickl S, Thompson VP, Stappert CF. Marginal 

accuracy of three implant ceramic abutment configurations. Int J Oral Maxill Impl.  2012; 27: 

537-543. 

 

15. Albrektsson, T., Zarb, G., Worthington, P., Eriksson, A.R. The long-term efficacy of 

currently used dental implants: A review and proposed criteria of success. () Int J Oral Maxill 

Impl 1986; 1: 11-25.      

 

16. Persson LG, Lekholm U, Leonhardt Å, Dahlén G, Lindhe J. Bacterial colonization on 

internal surfaces of Brånemark system implant components. Clin Oral Impl Res. 1996; 7: 90-

95. 

 

17. Quirynen M., Bollen, C.M., Eyssen, H., van Steenberghe, D. () Microbial penetration 

along implant components of the Brånemark system: an in vitro study. Clin Oral Impl Res 

1994; 5: 239-244. 

 



18. Dibart S, Warbington M, Su MF, Skobe Z. In vitro evaluation of the implant-abutment 

bacterial seal: the locking taper system. Int J Oral Maxill Impl. 2005; 20: 732-737. 

 

19. Tesmer M, Wallet S, Koutouzis T, Lundgren T. Bacterial colonization of the dental 

implant fixture-abutment interface: an in vitro study. J of Periodontol. 2009; 80: 1991-1997. 

 

20. Teixeira W, Ribeiro RF, Sato S,  Pedrazzi V. Microleakage into and from two-stage 

implants: an in vitro comparative study. Int  J  Oral Maxill Impl. 2011; 26: 56-62. 

 

21. da Silva-Neto JP, Nóbilo MA, Penatti MP, Simamoto PC Jr, das Neves FD. Influence of 

methodological aspects on the results of implant abutment interface microleakage tests: A 

critical review of in vitro studies. Int J Oral and Maxill Impl. 2012; 27: 793-800.  

 

22. Larrucea Verdugo,  Jaramillo Núñez, Acevedo Avila, Larrucea San Martín. Microleakage 
of the prosthetic abutment/implant interface with internal and external connection: In vitro 
study. Clin Oral Impl Res. In press.  

 

23. Sanz M, Chapple IL Clinical research on peri-implant diseases: consensus report of 

Working Group 4 of the VIII European Workshop on Periodontology. J Clin Periodontol. 

2012; 39 Suppl 12: 202-6.  

 

24. Han JK,  Kerschner JE. Streptococcus milleri: An Organism for Head and Neck 

Infections and Abscess. Arch of Otolaryngology - Head and Neck Surg. 2001; 127:650-654. 

 

25. Kumar PS, Mason MR, Brooker MR, O’Brien K. Pyrosequencing reveals unique 

microbial signatures associated with healthy and failing dental implants.  J Periodontol. 2012; 

39:425–433. 

 

26. Colombo AP, Haffajee AD, Dewhirst FE, Paster BJ, Smith CM, Cugini MA, Socransky 

SS.  Clinical and microbiological features of refractory periodontitis subjects.  J Clin Perio. 

1998; 25: 169-180.  



27. Renvert S, Roos-Jansåker A-M,  Lindahl C, Renvert H, Persson GR. Infection at titanium 

implants with or without a clinical diagnosis of inflammation. Clin Oral Impl Res. 2007; 18: 

509-516.  

 

28. Sedgley CM, Lennan SL, Clewell DB. Prevalence, phenotype and genotype of oral 

enterococci. Oral Micro and Immunol. 2004; 19:95-101. 

 

29. Rams TE, Feik D, Young V, Hammond BF, Slots J. Enterococci in human periodontitis. 

Oral  Microbiology and Immunology. 1992; 7: 249-252. 

 

30. Young MPJ, Korachi M, Carter DH, Worthington H, Drucker DB. Microbial analysis of 

bone collected during implant surgery: a clinical and laboratory study. Clin Oral Impl Res. 

2001; 12: 95-103. 

 

31. Keller W, Brägger U, Mombelli A. Peri-implant microflora of implants with cemented 

and screw retained supra-structures. Clin Oral Impl Res. 1998; 9: 209-217. 

 

32. Cosyn J, van Aelst L, Collaert B, Persson GR, De Bruyn H. The peri-implant sulcus 

compared with internal implant and suprastructure components: a microbiological analysis. 

Clin Impl Dent Rel Res. 2011; 14: 286-295. 

 

33. Duarte ARC, Rossetti PHO, Rosetti LMN, Torres SA, Bonachela WC. In vitro sealing 

ability of two materials at five different implant-abutment surfaces.  J Periodontol. 2006; 77: 

1828-1832. 

 

34. Aloise JP, Curcio R, Laporta MZ, Rossi L, da Silva AMÁ, Rapoport A. Microbial 

leakage through the implant-abutment interface of Morse taper implants in vitro. Clin Oral 

Impl Res. 2010; 21: 328-335. 

 

35. Steinebrunner L, Wolfart S, Bößmann K, Kern M. In vitro evaluation of bacterial leakage 

along the implant-abutment interface of different implant systems. Int J Oral Maxill  Impl. 

2005; 20: 875-881. 



36. Pontoriero R, Tonelli MP, Carnevale G, Mombelli A, Nyman SR, Lang NP. 

Experimentally induced peri-implant mucositis. A clinical study in humans. Clin Oral Impl 

Res. 1994; 5: 254-259. 

 

37. Zitzmann NU, Berglundh T, Marinello CP, Lindhe J. Experiemental peri-implant 

mucositis in man. J Clin Periodontol. 2001; 28: 517-523. 

 

38. Groenendijk, E., Dominicus, J.J., Moorer, W.R., Aartman, IH., van Wass, MA. () 

Microbiological and clinical effects of chlorhexidine  enclosed in fixtures of 3I-Titamed 

implants Clin Oral Impl Res 2010; 15:174-179. 

 

39. Paolantonio M, Perinetti G, D'Ercole S, Graziani F, Catamo G, Sammartino G, 

Piccolomini R. Internal decontamination of dental implants: an in vivo randomized 

microbiologic 6-month trial on the effects of a chlorhexidine gel. J Periodontol. 2008; 79: 

1419-25. 

 

40. Gosau, M., Hahnel, S., Schwarz, F., Gerlach, T., Reichert, T.E., Bürgers, R. The effect of 

six different peri-implantitis disinfection methods on in vivo human oral biofilm. Clin Oral 

Impl Res 2010; 21: 866-872. 


	1st page.pdf
	Manuscript version 2
	Microleakage Tables version 2
	Figure 1
	References

